Apparent elevation of cyclosporine whole blood concentrations in a renal allograft recipient.
We describe a 77-year-old cyclosporine-treated renal allograft recipient in whom falsely elevated whole blood cyclosporine concentrations were encountered using the antibody conjugated magnetic immunoassay (ACMIA) for therapeutic drug monitoring.